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SYSTEM REPORT: Siemens Magnetom Aera  1.5T ï GIE IRM Laon, Fr ance -  8 th  July  2019  
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CURRENT SYSTEM 

LOCATION  

GIE IRM, Laon 

PROJECT NO. 

(REFERENCE) 
PODK02519/002519 

INSPECTION DONE BY  Wayne Goring (Trained Siemens MRI Engineer) 

DATE OF INSPECTION  08/07/2019 

SYSTEM INFORMATION  

Manufacturer and model 
Siemens Aera 1.5T ï Software syngo MR E11 (The system has benefitted from a 
recent software upgrade) 

System model no. Aera TIM+DOT 1.5T 

System serial no. 41417   System ID M034374 

System YOM 23/07/2012  

Gradient type GC 1.5XJ 

Nbr of Channels 48    

MAGNET INFORMATION  

Magnet YOM June 2012 

Magnet model no. 10126958 

Magnet serial no. 21366441 

MAGNET INFORMATION  

Current helium level 75.1% as of 8 th July 2019  

Magnet pressure 15.51 Good 

Shield temperature 50K L Shield 50.0 ////  5 6.3K B Shield 55.6K Both ok 

COOLING SYSTEM INFORMATION  

Compressor model no. Sumitomo F70H (SN) SC212381G**  SW Version 1.7 Latest Version 

Compressor YOM 03/2012 

Compressor running hours 60935 

Compressor pressure level 21 dynamic (running)  Good 

Last adsorber replacement Absorber life 30936  

Cold-head model no. RDK-408L3 

Cold-head YOM 11/2017 

Last cold-head replacement 35L17L45B 

PATIENT TABLE INFORMATION   

Table model no. PTAB 

Table serial no. 12811254 

Table YOM 2012 

Extra trolley available? No 

Table YOM 2012 

Positioning pads incl.? All available and in very good condition 
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CONSOLE AND WORKSTATION(S) INFORMATION  

Console model no. HP Z420 10928173 

Console serial no. CZC528126K (Running on Windows 7 Professional) 

Console software version 

See system photos and report files. 

 
 

Console software options See system photos and report files.  

 

Workstation (1) model no. N/A 

Workstation (1) serial no.  N/A 

Workstation (1) SW version N/A 

Workstation (1) SW options N/A 
 

 

 
ACCESSORIES, MANUAL HARD -COPIES AND SOFTWARE DISCS  

Software and manuals (list) 

¶ Installation Manuals 

¶ Service Manuals 

¶ Siemens manuals and magnet maintenance kit 

¶ Installation scanner and building drawings 

¶ Full-Service History can be requested from the Client as Siemens email the 

client with service reports via Service Cloud. All service reports are emailed to 

the client following maintenance or repair works.  

¶ Various system master backups with full software located within the technical 
room. 

Any additional 

items/accessories? 

¶ Magnet service kit available with full parts inside  

¶ Magnet transport kit (Sea Freight available) 

¶ Injector not included 

¶ Patient monitoring CCTV 

¶ Bluetooth ECG and pulse monitor included 

¶ Additional quench button supplied. 

¶ Syngo Via Not included 

¶ Shim kit available 

MAINTENANCE  

Any major part replacements? 

Cold head 2017 
Replacement body coil 

Replacement Head Neck coil 
 

Coils installed but not available to be removed are 
 

Hand/Wrist coil 

PA coil 
Foot/Ankle coil 

 
Customer wishes to use these coils on the next Siemens system and specified these 

were not tested and are to stay.  

Is system logbook present? 
 

 

 
 

Yes, all complete and all maintenance / install manuals 

All user manuals are on CD. 

 

COMMENTS 

Functional condition 1. The scanner is in excellent condition. 

2. All system components have been testing and working. 

3. The system has benefited from a recent upgrade to software version E11. 
4. Turret area all clean and dry 
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5. Helium is at 75.1%  

6. There is some slight damage to the front table right coil po rt connector on the 
table. 

 

 
7. Pulse and ECG monitors tested and working. 

 

Cosmetic condition Excellent all round, low use MRI scanner ï excellent example of an Aera 
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COILS     

 

List of 

coils 

Model Nr. SN YOM Comments 

16Ch AI Breast Feet Rap 
10185781 

1212 2012 
PASS QA ï Good 
condition 

Body Coil 

10358316 
1453 2012 

PASS QA ï Good 

condition 

Body 18 

10496530 
30006 2015 

PASS QA ï Good 

condition 

Body 18 
10496530 

1113 2017 FAILS QA ï See report 

Flex Large 4 

10185552 
4314 2012 

PASS QA ï Good 

condition 

Flex Small 4 

10185553 
4291 2012 

PASS QA ï Good 

condition 

Foot ankle 
10500084 

(Staying with system not 

included) 

1265 2012 

Not tested as staying 

on site for use with the 
next system 

Hand wrist 

10499848 

(Staying with system not 
included) 

 

1421 2016 

Not tested as staying 

on site for use with the 
next system 

Head Neck 

10496540 

 

1523 2012 
PASS QA ï Good 
condition 

Loop 4 cm 

10185556 
1682 2012 

PASS QA ï Good 

condition 

Peripheral Angio 36 Feet 
10496542 

(Staying with system not 
included) 

 

1363 2013 

Not tested as staying 

on site for use with the 
next system 

Shoulder Large 16 
10500081 

2653 2016 
PASS QA ï Good 
condition 

Shoulder Small 16 

10500082 
1393 2012 

PASS QA ï Good 

condition 

 
Spine 32 

10496544 
1523 2012 

PASS QA ï Good 

condition 

 
TxRx 15 Ch Knee QED 
10606524 

 

1240 2015 
PASS QA ï Good 
condition 
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PHANTOMS 

List of 

phantoms 

Model name Model no. Serial no. 

Large Plastic Bottle CPL 
Part Number 08624186 
 

2 Standard Non serialised 

Loaded Body Phantom 24 
Part Number 05750307 
 

1 Standard Non serialised 

Spherical Phantom D240 
Part Number 10496685 
  

1 Standard Non serialised 

Spherical Phantom D165 
Part Number 10496625 
  

1 Standard Non serialised 

Set of full phantom holders 
Part Number 05513119 
 
 

1 Standard Non serialised 

Phantom MR 5300ml 
Part Number 10606530 
 
 

1 Standard Non serialised 

Phantom Holder 20  

Part Number 07582500 
 

1 Standard Non serialised 

Phantom Holder 6  

Part Number 07097939 
 

2 Standard Non serialised 

 
 

 
 

System components                                         SN:  

Main gantry and tech room cabinets detailed within 

the report  
See system label photos 

Injector  Not included 

Service platform  (engineers height assist) Present in tech room. Also with nonmagnetic ladders 

Ladders in tech room 1 x ladder set nonmagnetic with Hegele label 

MRI safe gurney Present but not with the system.  

  

 

 

Q&A TESTING (detailed values/parameters must be documented) 

Coil QA 

 
See detailed QA full Coil QA reports dated 08/ 07/ 19 
 

SYSTEM QA See detailed QA full System reports dated 08/ 07/ 19 
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Data from QA/tests performed:  

 See reports and PDF files for comprehensive and service level coil QA results.  Body 18 matrix coil with SN 

1113 fails QA. Reported to the client and will be replaced before removal date. QA to be re -run  on new 

body 18 coil ahead of ramp down on the 5 th  August 2019.  

System tests QA Service mode all pass  

Coil  QA all passed  
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Pictures of system:   

System, Patient Table , Cold Head , cryo genic  compressor  and Main Console  
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Cabinets  
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