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System Inspection and Quality
Assurance of a Toshiba Aquilion 64
Slice CT scanner

The inspection was performed on 21 * November 2019 /.I.\

GORING MEDICAL

PROJECTS LTD
PROJECTS MANAGED WITH CLOSE ATTENTION AND CARE

@ DRK Kliniken Berlin Mitte - Germany.

System Inspected by OEM trained engineer at Goring Medical Projects Ltd
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Goring Medical Projects Ltd

System Specifications

Aquilion 64

To To o Do Io o Do

System Components/Config

Inspection Report

Software Version V4.62GR018
Xray Tube CXB -750D/3A or MCS -750
Last Tube change: 23. November 2017
System Serial Number: HCA07Y2990
System Model Number:TSX
Year of Manufacturing: 200

-101A/HC
8

T Toshiba Aquilion 64

Component Model Number Serial Number
Gantry CGGT-021A/1A 1AA07Y3111
Detector CDAS-041/1A 1AA07Y3574
Patient Couch CBTB-019A/1A 1AAQ07Y3482
Console/Reconstruction CKCN-12B/2A 2AC07Y3557
Box

Generator CXXG-012A/1A 1AA07Y3085
Wesemann Transformer P2020/E A23566

Scan Monitor RADIFORCE R12 54579107
Display Monitor RADIFORCE R12 54604107

In room suspended RADIFORCE S1910 41558037
monitor

ECG Monitor LIFEPULS 10/G 745CX0100232 -07
ECG Gated Recon CHEG-004B/1B 1BA07X3901
Software

ECG Gated Acquisition CHEG-004C/1B 1BAO7Y3943
Software

DICOM MWM SCU COT-32D/1B 1BA07Z24874
DICOM PPS SCU COT-33D/1B 1BAQ7Y3274
DICOM Q/R SCP COT-34D/1B 1BA07Y2943
DICOM Q/R SCU COT-35D/1B 1BA07Z3205
DICOM Storage COT-41D/2B 2BA0822153
comittment

Bone Mineral study CBM-14A/1B 1BA07Y2265
Video splitter EMI-MODELL V730171100409
Router Firewall SG720 2240438470708
Can Injector interface CKIS-004A/1B 1BA0742009
Foot rest CAEX N5W64512
CAFM CAFM 071030 -08
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Goring Medical Projects Ltd

Inspection Report

Installed Software Licenses T Scan Console

i Toshiba Aquilion 64

License Name

ALATO_3DV |IEWER
ALATO_COLORPR INTER
ALATO_DENTAL
ALATO_FLYTHROUGH
ALATO_MULT ISL ICECT
ALATO_STANDARD
ALATO_V IDEOFLASH
BMS
BOOYPERFUS ION
CARD 1AC
CARD |ACMPR
CARD IACPATCH
CARD |ACRECON
CARD |AC_PROSPECT IVE
CA_SCORE
CBP
COLON_V |EH

License Name
COLON_V IEH

1111322999395 2523
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Goring Medical Projects Ltd Inspection Report
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;

License Name
FHEMSZU
PRINT_SCU
PT_3DREC
PT_DYN
PT_RESP |_RECN
QDSCAN
QR_SCP
QR_SCU

REALEC
REAL_PREP
REAL_VIENW
REGISTTOOL

REMOTE_D ISPLAY
RESP IRAT ION
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Goring Medical Projects Ltd

12439993959 2235 99

System Condition Overview

The overall condition of the system is very good, it is in good functional and
cosmetic condition and has been maintained be the OEM from installation until

present.
The system successfully passed all functional, operational and QA tests without

any prob lems.
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X-Ray Tube overview (Current Installed Tube)

foiohn Gt T
Fie(F) View(V) Setup Unit Price(S)

[———from installation from this tube
| Tube SERNQ 95942-U7 f

Date 200711119 | Date 201711123 |
SliceTime : 12822741 sec SliceTime : 2140723 sec
Exp Count: 1707699 ] Exp Count: 259641 |

Edit
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Total Scan Time(s) Total Billing
7809.97 39049

The tube has been replaced on 23. November 2017 and had 214072 Slices on
the date of inspection.
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Gantry and Couch
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Gantry and Couch
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Gantry and Couch
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Gantry and Couch
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Inspection Report

T Toshiba Aquilion 64

Gantry and Couch
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Inspection Report

T Toshiba Aquilion 64

Ceiling Suspension ECG and In Room Level 1

Level 1 Fluoroscopy

EHuntleigh
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P vision.
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CF24 5HN, Uﬂiﬁa mngdmns”’
Tel +44 (0) 29 2
0) 29 20492520 Email:
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Follow local regulati laws for s
The backlight of the LCD panel con
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Ceiling Suspension ECG and In Room Level 1

Level 1 Fluoroscopy
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Reconstruction Box
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Reconstruction Box

Yy /
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CPU Box
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System Transformer
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Phantoms

Medium Phantom

SmaIiSmaII Sméll Phantm

— "
Medium Phantom
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Phantoms

Phantom Holder

Large phantom Large phantom
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Phantoms

Large Large Phantom

Phantom Cupboard

Phantam Cupboard
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Innervision and service processor Service Tools

Detector jig

Tube service kit - | Tube alignment dial gauge
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Patient Positioning aids
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Patient positioning aids
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